[Cleft in carbon dioxide absorber. Intraoperative problems with ventilation due to a leak in the breathing circuit].
In the case presented problems with mechanical and manual ventilation of a patient occurred during the operation. Prior to this endotracheal intubation had been performed without difficulty and the respirator had passed all system checks. A leakage in the recently changed carbon dioxide absorber could be detected which had been accidentally dropped and damaged internally.